Loosening of the compression screw in sliding screw plate devices.
This article describes two cases in which the compression screws became loose after healing of intertrochanteric fractures that had been repaired with sliding screw plate devices. Although recent reports have emphasized the importance of retaining these compression screws, loosening of the screws may cause problems for some patients.